Abstract: This paper proposes a connecting mechanism for artificial vessels, which can be attached/detached with ease and does not deteriorate the biocompatibility of the vessels at the joint. The inner surface of the artificial vessels is designed to have high biocompatibility. In order to make the best of the property, the proposed connecting mechanism contacts and fixes the two artificial vessels whose contacting edges are turned inside out. In this manner, blood flowing inside the vessels only has contact with the biocompatible surface. The biocompatibility, or biofouling at the joint was investigated after in vitro blood circulation tests for 72 h with scanning electron microscopy. Blood coagulation for a short term (120 min) was evaluated by activated partial thromboplastin time (APTT). A decrease of APTT was observed, although it was too small to conclude that the connector augmented the blood coagulation. The micro dialysis device which our group has developed as the artificial kidney was inserted into the blood circulation system with the connector. Decrease of APTT was similarly small. These experiments verified that the proposed connector can be readily applicable for implantable medical devices.
Introduction
Micro/nano technologies have enabled miniaturized medical devices [1] [2] [3] [4] [5] . When they are small enough to be implanted, they can monitor and/or treat the patients continuously without bothering their daily lives. Our group has been developing micro filtering devices which we aim to use as an artificial kidney [6] [7] [8] . Currently, there are over 320,000 hemodialysis patients in Japan and 2.6 million patients in the world [9, 10] . The hemodialysis therapy is well developed, particularly in Japan, however it leads to low quality of life of the patients. The patients are mandated to visit hospital three times a week where they receive the treatment for 4 h. Frequent punctures do not only give pain to the patients but also damage the blood vessels. The patients have severe restriction in water and salt intake. Implantable artificial kidneys will alleviate these problems and drastically improve the quality of life of patients.
One of the major challenges of the artificial kidney is biofouling, which deteriorates the dialysis performance and may mandate the device to be replaced. In order to simplify the surgery procedures and alleviate invasiveness to the patients, we propose to use a connector, as shown in Figure 1 . The device is connected to the blood vessels with the biocompatible artificial vessels, which can be separated at the connector. In replacement of the device, or maintenance surgery, the access to the blood vessels is preserved and only the device is exchanged. When the device is implanted at the shallow region beneath the skin, the surgery will be of further ease. It allows the device to be replaced while the connections between the artificial vessels and the artery, vein, and bladder are maintained. The surgery can be less invasive and easier by implanting the device at the shallow region beneath the skin.
Design and Assembly of the Connector

Biocompatibility
The biocompatibility that we focus on in this work is blood anti-coagulation. Blood coagulation leads to the formation of blood clots and the clogging of the medical device. In case of the artificial kidney, its filtration capacity deteriorates with the coagulation. One of the major factors of blood coagulation is the contact of blood to foreign body surfaces [14] . Another factor is turbulence in the blood flow which can be caused by the geometry of the flow paths [15] [16] [17] . The proposed connector can be the solution for both factors. The blood anti-coagulation can be assessed by optical investigation of thrombus at the surface and activated partial thromboplastin time (APTT), which represents the speed of blood coagulation [17, 18] .
Mechanism Design and Assembly
In order to exploit the high biocompatibility of the artificial blood vessels, the connector is designed such that blood only contacts the inner surfaces of the artificial blood vessels to be connected.
The connector consists of the cylindrical parts A and B made of metal and the snap-fit mechanism that was manufactured by 3D printing, as shown in Figure 2a . The artificial vessels are the ePTF graft (thin-wall straight type, W. L. Gore & Associates, Co., Ltd., Tokyo, Japan). The inner and outer diameter are 6.0 mm and 6.8 mm, respectively. The parts A and B are manufactured from stainless steel (SUS304) with inner and outer diameters of 6.8 mm and 7.6 mm and 8.2 mm and 9.0 mm, respectively. The outermost parts for the snap-fit mechanism are 3D-printed from Nylon 12.
First, the artificial vessels are inserted into the cylindrical part A and the edges to be contacted are turned inside out (Figure 2b ,c shows the case for one artificial vessel). They are brought into contact and the cylindrical part B covers the joint part, as shown in Figure 2d . The 3D-printed snapfit mechanism is brought over part B and locks the connection (Figure 2e ). Figure 2f shows the photo of the joint part with the connector. The assembly completes in 1 min, which we consider sufficiently Figure 1 . Maintenance surgery of the artificial kidney (a) without and (b) with the connecting system. It allows the device to be replaced while the connections between the artificial vessels and the artery, vein, and bladder are maintained. The surgery can be less invasive and easier by implanting the device at the shallow region beneath the skin.
The requirements for the connector include high biocompatibility, as well as ease of manipulation. In this paper, we propose a connector mechanism which makes the best of the high biocompatibility of the artificial vessels [11] [12] [13] . The connector brings the artificial vessels in contact, with their edges being turned inside out, so that blood only comes in contact with the highly biocompatible inner surface of the artificial vessels. It has a snap-fit mechanism for simple and firm connection. The detailed mechanism was discussed and its biocompatibility, or blood coagulability, of the connector was experimentally assessed. The proposed connector mechanism can be readily applicable to other implantable medical devices.
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short. The fixing with the case was experimentally verified to be strong enough; no detachment or leak was observed during the experiments. At the joint, a small ditch at the wall surface will be formed, as shown in Figure 3 . Biocompatibility at the ditch will be investigated later. First, the artificial vessels are inserted into the cylindrical part A and the edges to be contacted are turned inside out (Figure 2b ,c shows the case for one artificial vessel). They are brought into contact and the cylindrical part B covers the joint part, as shown in Figure 2d . The 3D-printed snap-fit mechanism is brought over part B and locks the connection (Figure 2e ). Figure 2f shows the photo of the joint part with the connector. The assembly completes in 1 min, which we consider sufficiently short. The fixing with the case was experimentally verified to be strong enough; no detachment or leak was observed during the experiments. At the joint, a small ditch at the wall surface will be formed, as shown in Figure 3 . Biocompatibility at the ditch will be investigated later. Since the mechanism is designed such that the blood only flows through the artificial vessels without any deformation, the pressure drop across the connector was negligible, which was later verified in the experiments.
Micro Filtering Device as the Artificial Kidney
The micro filtering device consists of nano porous polyether sulfone (PES) membranes and microfluidic channels made of Titanium (The Nilaco Corporation, Tokyo, Japan). PES membranes are formed by the wet inversion method from PES (Sumitomo Chemical Grade 4800P, Sumitomo Chemical, Co., Ltd., Tokyo, Japan), poly(ethylene glycol) (PEG; molecular weight of 1000, Wako Pure Chemical Industries, Ltd., Osaka, Japan), and N,N-dimethylacetamide (DMAc; Wako Pure Chemical Industries, Ltd.). The microfluidic channels are formed by electrolytic etching. The PES membranes and microfluidic layers are stacked in sequence. The details of the device and the fabrication processes are described elsewhere [8, 19, 20] .
Experimental Methods
Experiments were conducted based on ISO 10993, the biological evaluation about the medical machine. Thrombus formation and blood coagulation was investigated [21] [22] [23] .
Thrombus Formation Tests In Vitro
Figure 4a-c illustrates the blood circulation system that includes (a) the connector, (b) two connectors, and (c) the connector and the device, respectively. Thrombus formation at the connection part was investigated in the blood circulation system with one connector (Figure 4a ). Human whole blood type A (KOJ, Cosmo Bio, Japan) was used for the experiments. In practical use, the blood flow rate through the connector is expected to be several tens of mL/min. In our prior work, thrombus formation took place in the area where the blood flow rate was low [8] . In this work, since we would like to highlight the thrombus formation and change of blood coagulability, we set the blood flow rate to be 1 mL/min. In case of the setup shown in Figure 4a , the resulting pressure was 90-100 mmHg, which was measured and recorded by polygraph. The fluctuation of the pressure was induced by the pulsation of the pump. The blood contains 3.2% sodium citrate as anti-coagulate and exchanged every 24 h. After 1, 24, 48, and 72 h of circulation, the surface of the artificial blood vessels near the ditch part was treated for cell fixation and then optically investigated with scanning electron microscopy. The cell fixation process included a rinse with PBS, cell fixation with glutaraldehyde solution (2.5% glutaraldehyde, 50% PBS, 47.5% DI water) for 1 d followed by 100% glutaraldehyde for 1 h, rinse with ethanol, and osmium coating for the SEM inspection.
Blood Coagulation Tests In Vitro
Activated partial thromboplastin time (APTT) was measured to assess the blood coagulability Since the mechanism is designed such that the blood only flows through the artificial vessels without any deformation, the pressure drop across the connector was negligible, which was later verified in the experiments.
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Blood Coagulation Tests with the Micro Filtering Device In Vitro
Effect of the micro filtering on the blood coagulation was experimentally investigated. Blood circulation systems including the micro filtering device and both the connector and the micro filtering device (Figure 4c) were prepared. In the experiments, the one-layer filtering device was used. At the beginning, the device is filled with a solution of heparin Na (Mochida Pharmaceutical, Japan) and physiological saline (Otsuka Pharmaceutical, Japan) with a ratio of 1:9 in order to prevent the initial adhesion and coagulation of proteins inside the device. APTT was measured at the beginning and then every 20 min until 120 min (7 data points). APTT measurement protocol is described in Section 3.2. The flow rate was set to be 1 mL/min and the resulting pressure was 90-120 mmHg. Figure 5 shows the SEM images of the artificial blood vessel in which blood flowed for 1, 24, 48, 72 h. Aggregates of proteins approximately 50 μm in size were found on the surface after 1 h. After 
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Thrombus Formation inside the Artificial Blood Vessel
Blood Coagulation Tests In Vitro
Activated partial thromboplastin time (APTT) was measured to assess the blood coagulability caused by the connector. Blood circulation circuits without and with two connectors (Figure 4b ) were tested. The flow rate was set to be 1 mL/min and the pressure was 90-120 mmHg. APTT was measured at the beginning and then every 20 min until 120 min.
The APTT measurement protocol is centrifugal extraction of plasma (200 rpm, 11 min), incubation with APTT test reagents for 180 s, and measurement of APTT with calcium chloride solution.
Since the blood contacts air and the quality degrades in 120 min, the in vitro experiments cannot be continued longer than 120 min. In the previous experiment to investigate the thrombus formation, we exchanged the blood, which is not suitable for this experiment. Long term in vivo experiments will be conducted to further validate the effect of the connectors.
Blood Coagulation Tests with the Micro Filtering Device In Vitro
Effect of the micro filtering on the blood coagulation was experimentally investigated. Blood circulation systems including the micro filtering device and both the connector and the micro filtering device (Figure 4c ) were prepared. In the experiments, the one-layer filtering device was used. At the beginning, the device is filled with a solution of heparin Na (Mochida Pharmaceutical, Japan) and physiological saline (Otsuka Pharmaceutical, Japan) with a ratio of 1:9 in order to prevent the initial adhesion and coagulation of proteins inside the device. APTT was measured at the beginning and then every 20 min until 120 min (7 data points). APTT measurement protocol is described in Section 3.2. The flow rate was set to be 1 mL/min and the resulting pressure was 90-120 mmHg. Figure 5 shows the SEM images of the artificial blood vessel in which blood flowed for 1, 24, 48, 72 h. Aggregates of proteins approximately 50 µm in size were found on the surface after 1 h. After 24 h the number of the aggregates increased and they were found inside the fiber structures. Large aggregates on the order of 1 mm in size were found after 48 h. After 72 h, these large aggregates were still found though the number of them did not increase significantly. 24 h the number of the aggregates increased and they were found inside the fiber structures. Large aggregates on the order of 1 mm in size were found after 48 h. After 72 h, these large aggregates were still found though the number of them did not increase significantly. The ditch at the interface of the two artificial blood vessels was suspected to initiate blood coagulation. However, in this experiment the thrombus formation was not limited to the ditch part and no significant effect was found at least for 72 h. It was reported that the thrombosis film was formed on the surface of the artificial vessels, on which vascular endothelial cells subsequently settled. This augments the long-term stability of the artificial vessels [24, 25] . We expect the artificial vessels connected with the proposed connector would exploit this phenomenon, though longer-term experiments in vivo will be necessary. Figure 6 shows the change of APTT with each time interval with or without the connectors. The typical APTT of human blood without anticoagulant is 24-34 s. The APTT was extended to 57-60 s with 3.2% sodium citrate. APTT was found to gradually decrease with time. No significant effect of the connectors was observed for 120 min. This indicates that the proposed connectors do not promote blood coagulation.
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Blood Coagulation Caused by the Connector
Since the quality of blood degrades in 120 min, the in vitro experiments cannot be continued longer than 120 min. Long term in vivo experiments will be conducted to further validate the effect of the connectors. The ditch at the interface of the two artificial blood vessels was suspected to initiate blood coagulation. However, in this experiment the thrombus formation was not limited to the ditch part and no significant effect was found at least for 72 h. It was reported that the thrombosis film was formed on the surface of the artificial vessels, on which vascular endothelial cells subsequently settled. This augments the long-term stability of the artificial vessels [24, 25] . We expect the artificial vessels connected with the proposed connector would exploit this phenomenon, though longer-term experiments in vivo will be necessary. Figure 6 shows the change of APTT with each time interval with or without the connectors. The typical APTT of human blood without anticoagulant is 24-34 s. The APTT was extended to 57-60 s with 3.2% sodium citrate. APTT was found to gradually decrease with time. No significant effect of the connectors was observed for 120 min. This indicates that the proposed connectors do not promote blood coagulation. Figure 7 shows the variation of APTT with time. For all three cases, i.e., no additional components, with the one-layer micro filtering device, and with the device and the connector, APTT was found to be within the range of 50-60 s.
Blood Coagulation Caused by the Connector and the Filtering Device
APTT measurement for 120 min did not show any significant effects of the connectors. The longer experiments need to be conducted to verify the long-term stability of blood coagulability. However, in the in vitro experiments, the property of the blood changes with time and the resulting APTT does not reflect the effect of the connectors. Therefore, long-term in vivo experiments need to be conducted, where control of the anticoagulant concentration in blood will be challenging. Since the quality of blood degrades in 120 min, the in vitro experiments cannot be continued longer than 120 min. Long term in vivo experiments will be conducted to further validate the effect of the connectors. Figure 7 shows the variation of APTT with time. For all three cases, i.e., no additional components, with the one-layer micro filtering device, and with the device and the connector, APTT was found to be within the range of 50-60 s. Figure 7 shows the variation of APTT with time. For all three cases, i.e., no additional components, with the one-layer micro filtering device, and with the device and the connector, APTT was found to be within the range of 50-60 s.
APTT measurement for 120 min did not show any significant effects of the connectors. The longer experiments need to be conducted to verify the long-term stability of blood coagulability. However, in the in vitro experiments, the property of the blood changes with time and the resulting APTT does not reflect the effect of the connectors. Therefore, long-term in vivo experiments need to be conducted, where control of the anticoagulant concentration in blood will be challenging. APTT measurement for 120 min did not show any significant effects of the connectors. The longer experiments need to be conducted to verify the long-term stability of blood coagulability. However, in the in vitro experiments, the property of the blood changes with time and the resulting APTT does not reflect the effect of the connectors. Therefore, long-term in vivo experiments need to be conducted, where control of the anticoagulant concentration in blood will be challenging.
Conclusions
We designed and demonstrated the enfold connecting system of artificial blood vessels. The design allows blood to contact only the highly biocompatible surfaces of the artificial vessels. Optical investigation after 72 h of blood circulation did not show any significant differences between the joint part (ditch) and the other parts. APTT measurement for 120 min verified that the connector did not augment blood coagulability. The connector proposed herein can be readily applicable to simplify the surgical process of implantable medical devices without degrading the biocompatibility. 
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